[Principles of designing ophthalmological devices for the study of operator activity].
Electronic image synthesizers and imagers with colour CRT's offer a considerable scope for the study of the visual system. However, the synthesis of optimum bioengineering systems assumes a number of requirements for ophthalmic devices should be fulfilled. Such requirements have been induced in general and particular technical principles of designing ophthalmic devices.